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Etalon Array Reconstructive 
Spectrometry
Eric Huang1, Qian Ma2 & Zhaowei Liu2
Compact spectrometers are crucial in areas where size and weight may need to be minimized. These 
types of spectrometers often contain no moving parts, which makes for an instrument that can be 
highly durable. With the recent proliferation in low-cost and high-resolution cameras, camera-based 
spectrometry methods have the potential to make portable spectrometers small, ubiquitous, and 
cheap. Here, we demonstrate a novel method for compact spectrometry that uses an array of etalons to 
perform spectral encoding, and uses a reconstruction algorithm to recover the incident spectrum. This 
spectrometer has the unique capability for both high resolution and a large working bandwidth without 
sacrificing sensitivity, and we anticipate that its simplicity makes it an excellent candidate whenever a 
compact, robust, and flexible spectrometry solution is needed.
Spectrometry is used in nearly every field of scientific research, and as with all instruments, there are continuing 
efforts to make spectrometers cheaper and more compact. Nevertheless, developments in fabrication techniques 
and integrated electronics has allowed for significant advances in small, cheap spectrometers1–8. In particular, 
there is a large interest in filter-array based spectrometry methods9–12, where a 2D array of filters is integrated 
directly onto an image sensor, typically a CCD or CMOS camera sensor. These types of spectrometers can be 
very small and have no moving parts, leading to a robust and portable form factor. However, advances in sig-
nal processing techniques have now allowed for more efficient ways to acquire a signal through algorithmic 
reconstruction.
Theory
The difference between conventional grating-based spectrometry13, conventional filter-array based spectrome-
try9,14, and reconstructive spectroscopy4,7,10,15,16 is illustrated in Fig. 1 4. In conventional spectrometry, the incom-
ing light is separated into its component wavelengths using diffractive or dispersive optics, and then read out 
by an array of light-detecting sensors. Although there are designs for compact diffraction spectrometers, the 
fundamental need to propagate the light after the diffraction grating makes reducing the footprint a substantial 
challenge. Filter-array spectrometers solve this issue by creating a planar 2D array of wavelength-sensitive band-
pass filters. These can be placed directly over the camera detector, which leads to a more compact design. In both 
cases, they perform a one-to-one mapping of wavelengths to individual sensors, so that the recorded spectrum 
can be read out directly on the detector.
In contrast, spectrometry using algorithmic reconstruction relies on applying a sensing pattern to the signal, 
and then computationally reconstructing the spectrum using a best-fit algorithm. One way this can be experi-
mentally achieved is by applying an array of spectral filters in front of a light detector10,15,16. Mathematically, with 
an incident spectrum S(λ ) and m optical elements with known unique transmission spectra Ti(λ ), the detected 
signal Ii is described as equation (1):
∫ λ λ λ= = …I T S d( ) ( ) , i 1, 2, m (1)i i
It is then possible to recover the original spectrum by applying a minimization algorithm to a best guess of S that 
fits the observed measurements Ii. In the case of compressive sensing17–19, minimization of the L1 norm converges 
to a sparse solution20,21, and so using a compressive sensing reconstruction algorithm is well-suited to signals that 
can be efficiently represented in a relatively small number of measurements (or ‘sparse’) in some basis, a condi-
tion that is true for most natural signals of interest, including spectrometry22,23. In addition, this disassociation 
of the number of measurements from the number of data points in the recovered signal allows for a great deal of 
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flexibility in the sensing pattern, as well as sensitivity and data compressibility. In our spectrometry method, we 
achieve this sampling by placing an array of optical resonators in front of a CCD detector, which uniquely encodes 
the light transmitted through each resonator, and a separate intensity value can therefore be recorded for each 
resonator. Although the properties of this type of spectrometer has been previously explored in theory16, where it 
is referred to as ‘Multiple-order staircase etalon spectrometry’, an experimental demonstration of its capabilities 
has not previously been achieved.
The optical resonator we use for our spectral encoding is the etalon, also known as a Fabry-Perot cavity. It 
consists of a parallel pair of semi-reflective surfaces with reflectivity R separated by a distance d with an optically 
transparent medium of index n (see Fig. 2). When light of wavelength λ is incident at a normal angle on the 
etalon, the transmission T is given by equation (2):
λ
δ
δ pi
λ
=
−
+ −
=





T
R
R R
dn( ) (1 )
1 2 cos
2 2
(2)
2
2
The resulting transmission pattern is a characteristic series of peaks in transmission where the reflections from 
the surfaces add constructively. Although varying the reflectance R of the etalon surfaces will change the finesse 
of the cavity, the position of the transmission peaks depends only on the optical thickness dn (Fig. 2b). As a result, 
varying the optical thickness in an etalon results in a tunable spectral encoding device for the transmitted light, 
with fine control over the exact transmission pattern. This high sensitivity to optical depth is instrumental for 
applications as diverse as laser cavities24, gravitational wave detectors25, and, of course, spectrometry26.
Experiment
Our spectrometry method of etalon-array reconstructive spectrometry (EARS) is illustrated in Fig. 2c. We design 
a 2D etalon array such that each cavity has a unique optical thickness d, then image light transmitted through it 
with a CCD detector. This way, each individual etalon in the array acts as a unique spectral encoder, which can be 
quantitatively imaged by the CCD detector. Since the transmission signatures of the etalons are known, we can 
then reconstruct the original spectrum from the recorded 2D image.
A photograph of our prototype etalon array is shown in Fig. 3a,b. The semi-reflecting surfaces are 30 nm silver 
films (R ~ 0.7), and the optical spacing layer is a 700 nm SiO2 layer under a 10 × 10 PMMA step-structure with 
Figure 1. In conventional spectrometry (left), a diffraction grating is used to spatially separate the 
incoming light by color, and the intensity of each color is then read by a linear light detector array. In a 
filter array spectrometer (center), an array of bandpass filters each transmit a small wavelength range, which 
is then read by the CCD detector. In reconstructive spectroscopy (right), an array of optical elements uniquely 
encodes the incoming light, and the resulting transmission is read on a CCD detector array. The known spectral 
properties of the resonator array are then used to computationally reconstruct the spectrum of the incident 
light.
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thicknesses from 0.8–2.8 microns, for a total cavity thickness variation from 1.5–3.5 microns in 100 steps (fabri-
cation details available in Supplement 1). The cavity is then imaged with a CCD camera (Andor iXonEM 897). In 
order to characterize the etalon array, we overlaid an aperture over each individual cavity, and then measured the 
spectrum of the transmitted light (Fig. 3b,c) using a conventional grating-based spectrometer (Andor Shamrock 
SR-303i, measured from 400–970 nm at a resolution of 0.55 nm). In this way, the spectral transmission (Ti) for 
each cavity was recorded to a high degree of accuracy.
To make our EARS measurement, we set our tunable bandpass filter to a specific bandwidth and center wave-
length, and then we take an image of the CCD detector of the etalon array back-illuminated by the supercontin-
uum laser. We then digitally process the CCD image to extract an average intensity value for each etalon in the 
array. Finally, we input the known etalon response and the measured etalon brightness into a compressive sensing 
reconstruction algorithm (see Supplement 1), and reconstruct the spectrum of the incident light.
Results
The experimental performance of EARS is shown in Fig. 4. In our experiment, we were able to successfully 
recover a series of different spectra within a bandwidth of 400–750 nm (4b,c), limited by the bandwidth of our 
light source, though in practice the full bandwidth of our spectrometer is limited by the responsivity of our 
detector (for the Andor iXonEM 897, roughly 400–900 nm at a 50% quantum efficiency threshold). Slight differ-
ences between the conventionally measured and reconstructed spectra may be attributed to measurement errors 
in the system, although this error was greatly reduced with a calibration step using a known light source (see 
Supplement 1).
The spectral resolution of EARS, unlike traditional filter array spectrometers, is not directly tied to the number 
of detected measurements15. Instead, the achievable resolution is determined by the thickness range and finesse of 
the etalons16. In practice, we are able to achieve good spectral reconstruction at a sampling period of 4 nm, which 
translates into a Nyquist-limited resolution of 8 nm (See Supplement 1 for more detail).
Figure 2. (a) An etalon consists of two semi-reflecting surfaces with reflectivity R separated by an optically 
transparent medium of index n and thickness d. Light reflecting between the two surfaces interferes with itself, 
creating a characteristic transmission pattern described by equation (1). (b) Two etalons of different thicknesses 
(d1 and d2) will have uniquely encoded transmission patterns. (c) A CCD detector positioned under an etalon 
array with unique thicknesses will record the encoded light after it is transmitted through the etalons. These 
measurements will be used to reconstruct the spectrum of the incident light.
www.nature.com/scientificreports/
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However, the nature of compressive sensing allows it to be used very aggressively if the signal is known to 
be sparse in a particular basis. For instance, lasers are nearly monochromatic in wavelength, and so despite the 
resolution limit of our system, we can recover the peak wavelength of the laser to a very high degree of accuracy. 
In our experiment (Fig. 4d), we were able to recover the wavelength of two lasers to within 0.12 nm of the peak 
wavelength measured by a conventional spectrometer, far below the resolution limit. The accuracy of our meas-
urement in this case is set by the accuracy of our calibration and the signal-to-noise ratio of the measured image. 
For future devices, an array with larger optical thicknesses can be fabricated in order to achieve even higher 
wavelength resolutions.
In addition, the total number of etalons in our cavity array will also set a limit on the spectra that can be suc-
cessfully reconstructed. In particular, this limit is related to the sparsity of the measured spectrum, or in the num-
ber of components that are at or near zero. For instance, the spectrum of a laser is extremely sparse in wavelength, 
being nearly monochromatic, and so is well-suited for compressive sensing. On the other hand, a spectrum that 
looks like white noise would be the worst possible candidate for compressive sensing, as this signal would not be 
sparse in any basis. However, in the overwhelming majority of cases, signals of interest will not resemble random 
noise, which means that compressive sensing will usually be suitable17. The exact relationship between the sparsity 
of the signal and the measurement requirements is complex, but for a given signal there is a threshold number of 
measurements needed in order to reconstruct the signal correctly, and a larger number of etalons would allow for 
the reconstruction of spectra that are less sparse. In summary, the performance of EARS can be further improved 
in both resolution and flexibility by increasing the total thickness variation of the spectrometer and by increasing 
the total number of cavities in the array.
Discussion
One particular advantage of EARS over other filter-array spectrometers is in its tradeoff of resolution with signal 
level. All spectrometers, to some extent, must sacrifice signal for resolution. In a conventional grating-based 
spectrometer, diffracted light must be divided among the CCD pixels for measurement, and so the signal read 
by a single pixel will scale as 1/N, where N is the total number of measurements made. A filter-array spectrom-
eter, however, uses subtractive filter arrays instead of diffractive elements, and so in addition to spreading the 
light across all of the measurement pixels, each pixel must also block out all light except for the wavelength of 
interest. As a result, the signal received by each detector scales as 1/N2, which can result in low signal levels for 
high-resolution spectrometry. For EARS, however, the amount of light transmitted through an etalon is inde-
pendent of the desired spectral resolution, and so preserves the 1/N signal scaling of conventional spectrometers. 
Figure 3. (a) A photo of our fabricated 10 × 10 etalon array next to a dime for scale. (b) A color photograph of 
the etalon array back-illuminated by room fluorescent lighting, showing cavity-dependent color transmission. 
Three specific etalons are circled with colored dotted lines. (c) The measured transmission spectra for all 100 
cavities in order from thickest to thinnest. The three etalons circled in b are marked with dashed lines.  
(d) Transmission spectra for the three selected cavities.
www.nature.com/scientificreports/
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For example, we have demonstrated a sampling period of 5 nm across a 250 nm wavelength range, which has 51 
separate data points. In a conventional bandpass-filter based spectrometer, each individual filter would admit 
only 1/51 of the incoming light, leaving each detector to read less than 2 percent of the incoming light. In con-
trast, averaged across all wavelengths, all of our cavities will transmit roughly 9 percent of the incident light 
(after passing through 2 layers of R = 0.7). This means that our etalon array spectrometer will have a speed and 
signal-to-noise advantage over comparable filter array spectrometers, and this relative advantage only increases 
as we increase the spectral resolution and number of array elements. Furthermore, if additional information is 
known about the type of spectra likely to be measured (e.g. if the spectra is known to be narrowband or broad-
band), then the parameters of the etalon can also be tuned to maximize the SNR of the measured light16.
In conclusion, we have experimentally demonstrated a spectrometer based on a 2D array of etalons on a 
CCD detector. This type of design allows for a compact, robust, and potentially low-cost design, and can be 
easily fabricated on the surface of the CCD detector itself for a very small footprint. Alternatively, with the 
widespread use of cameras embedded into personal cell phones, EARS is suitable as an add-on to an already 
existing camera, with the cell phone providing the computational power needed to run the reconstruction. 
Compared with other filter-based spectrometers, it possesses the advantage of a fixed average transmission 
value independent of the resolution of the spectrometer, which allows for a higher signal sensitivity. It is par-
ticularly well suited for tasks such as the accurate measurement of laser spectra due to the inherent sparsity 
of the signal. The resolution can be improved by fabricating the array with thicker optical cavities, and the 
bandwidth is limited only by the working range of the CCD detector. We anticipate this type of instrument 
Figure 4. (a) Three CCD images of the etalon array illuminated by different light sources. (b,c) Reconstructed 
results (diamonds) compared with conventionally-measured spectra (solid lines) for several different incident 
spectra (marked with different colors). (b) Demonstrates the reconstructed spectra for a broadband source 
projected through several different band-pass filters at different peak wavelengths (530, 580, 630, 670, and 
730 nm). (c) Shows the same source through band-pass filters at different nominal bandwidths (10, 20, 30, 
and 40 nm). (d) Recovery of laser spectra. Results from a conventional spectrometer show peaks at 431.32 and 
511.6319 nm (Yellow, red), while our recovered spectra show peaks at 431.20 and 511.6327 nm (Green, orange).
www.nature.com/scientificreports/
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to be useful for applications where small size, low cost, and simplicity are paramount, such as for lab-on-chip 
measurements, field spectrometry, embedded systems, and space applications.
References
1. Bacon, C. P., Mattley, Y. & DeFrece, R. Miniature spectroscopic instrumentation: Applications to biology and chemistry. Rev. Sci. 
Instrum. 75, 1 (2004).
2. Wolffenbuttel, R. F. State-of-the-art in integrated optical microspectrometers. IEEE Trans. Instrum. Meas. 53, 197–202 (2004).
3. Romanini, D. et al. Optical-feedback cavity-enhanced absorption: A compact spectrometer for real-time measurement of 
atmospheric methane. Appl. Phys. B Lasers Opt. 83, 659–667 (2006).
4. Bao, J. & Bawendi, M. G. A colloidal quantum dot spectrometer. Nature 523, 67–70 (2015).
5. Chaganti, K., Salakhutdinov, I., Avrutsky, I. & Auner, G. W. A simple miniature optical spectrometer with a planar waveguide grating 
coupler in combination with a plano-convex lens. Opt. Express 14, 4064–72 (2006).
6. Mu, È., Sander, D., Müller, J. & Mu, È. Selffocussing phase transmission grating for an integrated optical microspectrometer. Sensors 
Actuators A Phys. 88, 1–9 (2001).
7. Yang, T. et al. Miniature spectrometer based on diffraction in a dispersive hole array. Opt. Lett. 40, 3217–3220 (2015).
8. Redding, B. & Cao, H. Using a multimode fiber as a high-resolution, low-loss spectrometer. Opt. Lett. 37, 3384–6 (2012).
9. Wang, S.-W. et al. Concept of a high-resolution miniature spectrometer using an integrated filter array. Opt. Lett. 32, 632–634 
(2007).
10. Chang, C.-C. & Lee, H.-N. On the estimation of target spectrum for filter-array based spectrometers. Opt. Express 16, 1056–1061 
(2008).
11. Kurokawa, U., Choi, B. Il & Chang, C.-C. Filter-based miniature spectrometers: spectrum reconstruction using adaptive 
regularization. Sensors Journal, IEEE 11, 1556–1563 (2011).
12. Lapray, P., Wang, X., Thomas, J.-B. & Gouton, P. Multispectral Filter Arrays: Recent Advances and Practical Implementation. Sensors 
14, 21626–21659 (2014).
13. Kong, S. H., Wijngaards, D. D. L. & Wolffenbuttel, R. F. Infrared micro-spectrometer based on a diffraction grating. Sensors and 
Actuators a-Physical 92, 88–95 (2001).
14. Gan, X., Pervez, N., Kymissis, I., Hatami, F. & Englund, D. A high-resolution spectrometer based on a compact planar two 
dimensional photonic crystal cavity array. Appl. Phys. Lett. 100 (2012).
15. Oliver, J., Lee, W., Park, S. & Lee, H. Improving resolution of miniature spectrometers by exploiting sparse nature of signals. Opt. 
Express 20, 2613–25 (2012).
16. Yetzbacher, M. K., Miller, C. W. & Boudreau, a. J., Christophersen, M. & Deprenger, M. J. Multiple-order staircase etalon 
spectroscopy. SPIE Sens. Technol. Appl. 9101, 910104 (2014).
17. Candes, E. J. & Wakin, M. B. An Introduction To Compressive Sampling. IEEE Signal Process. Mag. 25, 21–30 (2008).
18. Donoho, D. L. Compressed sensing. IEEE Trans. Inf. Theory 52, 1289–1306 (2006).
19. Baraniuk, R. G. Compressive sensing. IEEE Signal Process. Mag. 24, 15023 (2007).
20. Donoho, D. L. For most large underdetermined systems of linear equations the minimal L 1-norm solution is also the sparsest 
solution. Commun. Pure Appl. Math. 59, 797–829 (2006).
21. Koh, K., Kim, S. J. & Boyd, S. An interior-point method for large-scale l1-regularized logistic regression. J. Mach. Learn. Res. 8, 
1519–1555 (2007).
22. August, Y. & Stern, A. Compressive sensing spectrometry based on liquid crystal devices. 38, 4996–4999 (2013).
23. Lan, R., Liu, X., Yao, X., Yu, W. & Zhai, G. Single-pixel complementary compressive sampling spectrometer Optical source Slit 
Grating. Opt. Commun. 366, 349–353 (2016).
24. Hercher, M. Tunable single mode operation of gas lasers using intracavity tilted etalons. Appl. Opt. 8, 1103–1106 (1969).
25. Abramovici, A. et al. LIGO: The Laser Interferometer Gravitational-Wave Observatory. Science (80-.). 256, 325–333 (1719).
26. Jacquinot, P. The Luminosity of Spectrometers with Prisms, Gratings, or Fabry-Perot Etalons. J. Opt. Soc. Am. 44, 761 (1954).
Acknowledgements
This work was supported by the Gordon and Betty Moore Foundation.
Author Contributions
E.H., Q.M., and Z.L. jointly conceived the overall concept. E.H. wrote the first draft of the manuscript, and all 
authors revised the manuscript. E.H. and Q.M. carried out the experiment. Z.L. provided feedback and supervised 
the direction of the project.
Additional Information
Supplementary information accompanies this paper at http://www.nature.com/srep
Competing financial interests: The authors declare no competing financial interests.
How to cite this article: Huang, E. et al. Etalon Array Reconstructive Spectrometry. Sci. Rep. 7, 40693;  
doi: 10.1038/srep40693 (2017).
Publisher's note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.
This work is licensed under a Creative Commons Attribution 4.0 International License. The images 
or other third party material in this article are included in the article’s Creative Commons license, 
unless indicated otherwise in the credit line; if the material is not included under the Creative Commons license, 
users will need to obtain permission from the license holder to reproduce the material. To view a copy of this 
license, visit http://creativecommons.org/licenses/by/4.0/
 
© The Author(s) 2017
